An experimental test-bed has been developed to facilitate analysis of the heat transfer characteristics of the appropriately sized SMA bundle actuators for use within the prosthetic hand design. Various modes of heat-sinking are evaluated so that the most effective wire-cooling solution can be ascertained. SMA bundles of varying size will be used so that a generalised model of the SMA displacement performance under natural and forced cooling conditions can be obtained. The optimum cooling solution will be implemented onto the mechanical hand framework in future work. These results, coupled with phenomenological models of SMA behaviour, will be used in the development of an effective control strategy for this application in future work. 
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Introduction
Shape memory alloys (SMAs) have the potential to revolutionise the field of biomedical engineering, in particular, lower arm prosthesis design. Currently, most lower arm prostheses are driven by electromechanical DC motors [1] [2] [3] [4] [5] . DC motors inhibit aspects of prosthesis design owing to their size and weight. As a result, traditional intelligent prosthetics tend to be bulky, heavy and noisy.
Consequently, designers have been focusing their attention on various alternative actuation techniques.
SMAs exhibit favourable properties such as low weight, quiet operation, low cost and high force to weight ratios. However, SMAs exhibit a significant hysteresis during the heating and cooling cycles which can pose problems in design, operation and control. the SMA actuators so that they can deliver a response comparable to that of a human muscle performing everyday tasks. Six critical steps for full characterisation of SMA wire bundles for use in prosthesis design are outlined in Table 1 . This paper focuses on steps 2-4, which examine the relationship between heat transfer and strain response in SMAs. These characteristics are intrinsically linked, and by maximising the heat transfer to and from the SMA, the strain response can be optimised.
This is further illustrated in Section 4 of this work where the strain response is directly compared with the thermal response. 
Test Bed Development
A test rig was developed to facilitate testing of both single SMA wires and various SMA bundle sizes 
SMA Heat Transfer

Conservation of Energy & Heat Transfer Analysis
The heating and cooling cycles of SMA actuators follow the law of conservation of energy for a control volume. This law is defined as:
Szykowny et al stated that the energy dissipation takes place mostly in the form of heat convection [8] .
Previous groups [9, 10] have shown that the SMA wire heat transfer model can be stated as:
An additional term has been added to the LHS of (2) to account for the power required to overcome the damping effect of the test rig during transient SMA straining activity. By comparing (1) with (2) it can be concluded that during the transient stage of the SMA contraction:
When the steady-state stage of the cycle is reached, the heat transfer equation can be reduced to [ ]
The transient performance must be optimised in order to maximise the dynamic performance of the SMA bundle actuator. Previous work by this group has shown that the heating and cooling time responses of SMA bundles differ significantly [7] . Measures must be taken to move towards comparable performance during each stage of the cycle. This can be accomplished by improving the rate of cooling (Section 5).
The heat transfer coefficient, h, is an important consideration when completing the characterisation of single SMA wires and SMA wire bundles. This is particularly important in prosthesis design as the SMA bundles are located in an enclosed environment (within the hand). The additional heat convected into this environment by the SMA bundles must be accounted for and removed so that adequate control of actuation can be achieved. Szykowny et al have suggested that the value of h for a single SMA wire decreases with increasing temperature in an open environment [8] .
They have also demonstrated that the calculation of h for a single SMA wire using established analytical methods will yield large error margins suggesting that these methods are unsuitable. The current work aims to establish a correlation between h for a single SMA wire and a bundle of SMA wires placed in a parallel arrangement (Figures 2 & 3) .
Determination of Heat Transfer Coefficient for a SMA bundle
The initial testing focused on establishing h for a single SMA wire. This was carried out with the test rig fully sealed to maintain a steady ambient temperature of approximately 22 o C. The wire surface temperature and ambient temperature were continually recorded. Upon completion, the 8-wire SMA bundle ( Figure 3 ) was loaded into the rig and testing was repeated. Wire surface temperature was taken at one point on the SMA wire located at the top left of the bundle. Ambient temperature was recorded 200mm from the SMA bundle, which is well outside the expected thermal boundary region of the SMA bundle. The h value can then be determined from eqn (8) .
[ ]
Results
The h value was found to increase slightly in a linear fashion as input power is increased 11.6 180 h P = +
The results indicate that the thermal boundary regions of each individual SMA wire within the bundle do not interact substantially with the bundle dimensions used in this work. The force generated remains 8 times that of a single SMA wire. The results demonstrate that the thermal analysis of SMA bundles can be carried out by considering the parallel wires to be lined up in series. This approach can only be used if the physical distance between adjacent wires is greater than the thermal boundary layer thickness for each SMA wire in the bundle.
Relationship between Thermal Response & Strain Response a) Fixed Bundle Size -Varying Current
It is important to note that as the SMAs undergo transformation from the martensitic state to the austenitic state, the electrical resistance changes due to the differing properties of martensite and austenite. This change is relatively small and as a result, the electrical resistance of an SMA bundle with a fixed number of wires can be considered constant during the following analysis. Experimental results suggest that Figure 5 shows the temperature response of the 8-wire SMA bundle. It can be seen that the time taken to reach the initial point of transformation decreases as energising current increases. However, by considering the total temperature profile as an approximated first order response, it is shown that the time constant value for the temperature rise, ( ) T τ , remains constant for changing values of P.
In the case outlined in Figure 5 , P1>P2…>P5, so it can be stated that
Since the SMA wires are thermally activated, the rate of contraction & expansion is a function of the rate of heating.
Therefore it can be stated that for different levels of power, the 90% heating response time for contraction, 90 h t varies. This is outlined in Figure 6 where Since the contraction & expansion of the SMA wires will be used in a novel prosthetic hand design in the generation of grip and release forces via a mechanical framework [6] , generated force, F, must also be considered. Analysis of the testbed shows that F is a time dependent function of x and it is envisaged
Equation (16) demonstrates that the higher the rate of heat transfer to/from the SMA bundle within the prosthetic hand, the faster the contraction time and/or the force generation time.
b) Fixed Current -Varying Bundle Size
With I remaining constant, from (7) it can be stated that:
It is clear (16) that the greater the number of SMA wires per bundle, the greater the overall resistance to current. This holds true as the wires are connected electrically in series, while they are mounted mechanically in parallel. This results in a faster heating rate (and requires a greater input voltage).
Therefore, it can be concluded that the greater the number of parallel SMA wires in a bundle, the faster the contraction time. In order for a prosthetic device to give a consistent output from each individual phalanx of the hand, differing rates of contraction are unsuitable. As a result, in E & must be suitably controlled to give consistent and efficient performance. From Ohm's law, it can be seen that by developing a controller that varies the voltage, thereby allowing the current value to remain constant, heating rates can be regulated in SMA bundles across various bundle sizes.
Forced Cooling of SMA Bundles
Previous work has shown that the cooling time of the SMA bundles from a strain perspective is significantly larger than that during the heating phase. This suggests that investigation into methods which improve the cooling time of the SMAs is warranted, particularly in prosthetic actuation applications. Forced cooling can be implemented using a variety of techniques including conduction (heat sinking [11] ), convection (forced air cooling & liquid cooling [12] ) and radiation (Peltier cooling [13] ). The nature of a prosthetic device dictates that many forced cooling techniques are rendered unsuitable for use. A successful cooling system for such a device must be cheap, portable, reusable and safe. These criteria eliminate convection and radiation cooling strategies, leaving conductive cooling in the form of metallic heat sinks, applied at suitable timed intervals, as the most suitable strategy.
Heat sinks were manufactured from three materials, Aluminium (mc p =18. 
Experimental Testing
Test 1 -Determination of optimal heat sinking material -Individual tests were completed using a different heat sinking material each time. Testing was carried out in a cyclic manner with the first half Heat Conduction of the cycle being the heating period. Heat is delivered to the SMA via Joule heating until maximum contraction has occurred. Upon reaching this value, the current is switched off while a heat sink is simultaneously applied to the SMA wires to initiate the cooling phase (Figures 7 & 8) . The heat sink acts to conduct heat away, thus improving the rate of cooling. A test without heat sinks (natural cooling) was also carried out and used as an experimental control.
Test 2 -Assessment of chosen heat sink with variable input power -The most suitable heat sink was tested further by heating the SMA bundles using different energising currents. The heat sinks were then applied to cool the bundle. This helps in establishing the cooling times for various SMA steady state temperatures.
Test 3 -Analysis of complete cycle time -Cooling of SMAs using the most suitable heat sink was compared to cooling via natural convection. The time to complete a full actuation cycle for the SMA bundle subjected to forced cooling was measured and compared to the complete cycle time of the SMA bundle undergoing natural cooling.
Results:
The results from Test 1 show that the cooling time is reduced significantly through the use of heat sinks ( Figure 9 ). Aluminium proved to be the most beneficial, reducing the 90% cooling time, t c90 , to approximately 1.9 seconds, compared to 3.4 seconds for natural cooling. Brass exhibited a t c90 value of 2.2 seconds and Copper produced a t c90 value of 2.45 seconds. In addition to Aluminium proving to be the most effective heat sink, it also exhibits additional favourable properties such as low weight and low cost. This makes it suitable for prosthetic applications. Test 2 was carried out using currents up to a maximum of 400mA, which is rated as 100% of the recommended current for a 150µm Nitinol wire by the manufacturers [14] . It is demonstrated that the 90% cooling time has a maximum value of 1.9 seconds with the application of Aluminium heat sinks (assuming excess heat is dissipated from the heat sinks) and decreases as energising currents decrease. The following relationship is observed: It is predicted that during continuous dynamic cycles, heat is intermittently conducted regularly from the SMA wires to the heat sinking material, and will result in an increase of temperature of the heat sink over time. This will lead to the overall temperature difference (∆T) diminishing, decreasing the capacity of the heat sink to conduct heat away from the SMAs. This will be the focus of future work by this group.
Conclusions and Future Work
An analysis of heat transfer and the relationship between temperature, displacement, force generation and electrical power of single SMAs and SMA bundles has been completed. The conductive forced cooling technique of heat sinking was tested with the SMA bundle in an attempt to improve the dynamic performance of the actuator.
SMAs are thermally activated devices. It is known that a small thermal boundary region encompasses each individual wire. When SMA wires are placed in a parallel bundle formation, the degree of interaction, if any, depends on the closeness of adjacent wires. The results for the 8 wire bundle described within this work demonstrate that there is no interaction between the wires as the convective heat transfer coefficient remains relatively unchanged for a single SMA wire and a bundle of SMA wires at steady state conditions. It can therefore be concluded that during the analysis of heat transfer during the transient portion of the heating and cooling cycle, a bundle of parallel SMA wires can be represented as a single SMA wire, with a length equal to the total length of all the parallel SMAs added together. Increasing the number of wires will offset losses in force due to any mechanical inefficiency in the prototype but will result in higher power requirements. Forced cooling via metallic heat sinks of SMAs has been shown to significantly improve the transient response during the cooling (expansion) stage.
Immediate future work will focus on dynamic analysis of the heat sink under long term cyclic loading. The long term focus will be on the development of a suitable controller for the effective control of the SMA bundle in the rig described, using the values & relationships developed herein.
